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ABSTRACT
Zirconia was newly introduced to implant dentistry as an abut-
ment to enhance esthetic result. However, careful handling, 
is recommended to avoid failures. Mechanical complications, 
such as loosening or damaging of the prosthetic components 
of an osseointegrated implant, may occur. Fracture of zirconia 
abutment is not uncommon. This report describes a clinical 
situation involving a patient, who presented with a fractured 
Zirconia abutment. Upon further examination, it was deter-
mined that the abutment was fractured at the base. There was 
limited access and visibility in this situation since the implant 
was a bone-level implant. The procedure used for the removal 
of the fractured zirconia abutment is described in detail in this 
clinical report. 
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INTRODUCTION
Dental implants are a reliable and predictable treatment 
for partially and completely edentulous patients. With 
proper treatment planning, appropriate placement, ade-
quate prosthetic design, and proper maintenance, dental 
implants can achieve more success rate. However, despite 
high survival rates, biological and technical failures and 
complications may occur. 
Traditionally, titanium has been used extensively 
as a material for implant abutments due to its excellent 
mechanical reliability,1 however, the inherent gray color 
of titanium usually cannot be masked in situations with 
thin gingival biotype, giving the appearance of gingival 
discoloration.2 Furthermore, in the event of gingival 
recession, exposure of the titanium abutment can be 
visually unpleasant.3-6 Although these restorations may 
be prosthetically viable, they are often considered a 
failure from an esthetic viewpoint.7
In 1993, Prestipino and Ingber advocated aluminum 
oxide (alumina) as an esthetic alternative material to 
titanium for implant abutments.8 Due to alumina’s favo-
rable inherent esthetic properties, alumina abutments 
have shown great potential for restorations in the esthetic 
zone.8,9 To create proper gingival emergence, retention, 
and resistance form, early alumina abutments were pre-
pared manually with a high-speed rotary instrument. 
Although the low thermal conductivity of aluminum 
oxide allows the abutment to be prepared safely in the 
mouth,9 manual preparation with a rotary instrument 
could introduce deep subsurface flaws in the ceramic 
abutment.10-12 These flaws would act as stress concentra-
tors, which in turn could reduce the overall strength of the 
material.10-12 In fact, a high abutment fracture rate (7%) for 
single implant alumina abutments has been reported.13
Similar to aluminum oxide, zirconium oxide as a 
framework material may enhance esthetics due to its 
white color. Besides possessing high flexural strength zir-
conia also exhibits good tissue compatibility, nontoxicity, 
and intrasulcular adaptability, making it a widely used 
esthetic replacement material for implant abutments.8,14-21 
Nevertheless, for a material to be used predictably as an 
implant abutment, in addition to its physical properties, 
the significance of abutment design, pattern of stress 
distribution, and degradation of material properties as 
a result of fatigue must also be considered.21
Zirconia has recently attracted significant interest 
because of its superior fracture resistance compared to 
alumina,25 its superior esthetic properties,22-24 and its imp-
roved biocompatibility compared to metal abutments.26,27 
Shear forces produced during mastication may create 
bending movements and high stresses at the abutment/ 
implant interface.28 Therefore, the wall thickness of the 
zirconia abutment should not be reduced below 0.5 to 
0.7 mm.21 In addition, because there is only a limited 
degree of rotational freedom on the abutment/screw 
assembly interface, any misfit,29,30 can generate wedging 
forces on the inner walls of the ceramic abutment accen-
tuated by the torque application to the fixation screw.21 
Modification of the zirconia abutment is possible using 
high-speed preparation with copious irrigation,25 but 
similar to alumina, is susceptible to the introduction of 
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deep surface flaws.12,31,32 Furthermore, the low tempera-
ture degradation of zirconia, especially in the presence 
of moisture (water, vapor, body fluid, steam sterilization) 
causes its spontaneous transformation from a tetragonal 
phase into monoclinic phase, thereby decreasing the 
overall strength of the material.33-35 The aforementioned 
factors can individually or collectively cause the fracture 
of a zirconia abutment. 
Zirconia abutments can be broadly classified into 
2 categories: 1-piece zirconia abutments, where the entire 
abutment is made of zirconia,36 or 2-piece zirconia abut-
ments consisting of titanium or a titanium alloy element 
that engages with the dental implant and a transmucosal 
zirconia element.24 The mode of failure of the zirconia 
abutments was fracture at the apical portion (thinnest 
portion) of the abutment without damage or plastic 
deformation of the abutment screw or implant and was 
consistent with results reported by Mitsias et al and 
Nothdruft et al.37
A detailed understanding of implant systems and an 
exact diagnosis are key elements to resolve these compli-
cations. There are two fundamental connections for the 
implant-abutment interface: external and internal connec-
tions. The internal connection involves a tight fit between 
the abutment and the implant, with part of the abutment 
engaging the internal aspect of the implant. However, 
in an external connection system, the implant engages 
into the internal aspect of the abutment. Knowledge and 
understanding of these connections can help guide clini-
cians in the appropriate use of available retrieval kits.
There are a few precautions that a clinician can take 
to prevent stripping and fracturing of abutments. A com-
prehensive diagnostic examination should be performed 
to identify parafunctional habits, such as bruxism, which 
may contribute to implant and/or abutment fracture. 
When inserting the abutment, one should become fami-
liar with the torque wrench and its components so that 
the specified handle can be used to apply appropriate 
torque. The use of a manufacturer- specified driver and 
torque wrench to tighten the abutment screw is also 
important to prevent stripping of abutments. In addition, 
it is recommended that the clinician always ensure that 
the abutment screw head is free of debris, to allow the 
driver to fully engage the abutment screw.
Finally, one must ensure that the restoration is free of 
premature occlusal contacts. Failure to follow precaution-
ary measures can result in mechanical complications.
This clinical report presents a situation in which 
a fractured zirconia abutment screw was successfully 
retrieved using an orthodontic stainless steel wire. A 
successful method for retrieval of a fractured abutment 
and the subsequent restoration of the implant with new 
definitive crown is described.
CLINICAL REPORT
A 60-year-old male patient presented with fractured 
upper left central incisor cervically in a very strange 
way, two oblique lines meet coronally (Fig. 1). Tooth was 
endodontically treated and restored prosthodontically 
with a temporary crown. But, tooth could not withstand 
those treatments due to unfavorable crown root ratio 
(Fig. 2). So, Patient was advised to extract and replaced by 
implant PrimaConnex® Tapered Implant, TC RD 4.1 × 13 
with immediate nonfunctional loading temporary crown. 
After 3 months, Zirconia abutment was inserted and 
porcelain crown with Zirconia base was cemented (Fig. 3). 
Two years later, patient came with fallen down crown 
for cementation. Unfortunately, He bit on very hard 
subject resulted in fractured Zirconia abutment close 
to its base. Clinical examination revealed a fractured 
zirconia abutment at its apical part (Fig. 4). Clinical 
access and visibility were compromised (Fig. 5). A radio-
graph was made to help determine the exact location of 
the fracture part (Fig. 6). Access to the abutment screw 
Fig. 1: Two oblique line fracture in 21 Fig. 2: Crown fracture seen in 21 
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had to be achieved to successfully loosen and remove 
the abutment without raising the flap. To remove the 
fractured abutment, orthodontic stainless steel wire 
(0.016") is used to engage the apical borders of abutment 
to remove it. Loop was made at the end of orthodontic 
stainless steel wire which was slightly bigger than head 
of the abutment screw and also bend was given in mid-
dle third of the wire to get a better accessibility (Fig. 7). 
Different angulations were tried to engage the apical 
portion of the abutment. Efforts were made to minimize 
damage to the implant head.
New final impression and new crown has been 
delivered (Fig. 8). The prognosis and patient satisfaction 
is really high. This method is very simple and easy for 
routine application because this procedure is not time-
consuming and involves very less risk of damaging the 
Fig. 3: Zirconia abutment with porcelain crown 
Fig. 5: Occlusal view of the fractured zirconia abutment
Fig. 4: Interim prosthesis and fractured zirconia abutment
Fig. 6: Periapical radiograph displaying bone level implant and 
fractured zirconium abutment
Fig. 7: Orthodontic stainless steel wire (0.016") with the hook 
and bend
Fig. 8: New porcelain crown
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threads inside the implant. The success achieved with 
the repair system is predictable.
CONCLUSION
Minimal invasive procedure was performed without 
surgical intervention to retrieve fractured part and to 
achieve esthetic optional result. Although management 
of fractured implant components can at times lead to 
novel innovation, it is also strenuous, time consuming, 
and often discouraging. To avoid being in such a predica-
ment, it is important to understand the properties and 
limitations of the materials used to make the components. 
The incidence of ceramic implant abutment fracture 
can be minimized by proper case selection (anterior 
area vs posterior, proper occlusal scheme, and avoiding 
situations with unfavorable parafunctional habits), using 
copious irrigation when modifying the abutment with a 
high-speed rotary instrument, ensuring complete abut-
ment seating radiographically prior to applying torque 
to the abutment screw, maintaining a minimal abutment 
thickness of 0.5 mm, and using other materials, such as 
titanium or a metal alloy when the thickness require-
ment is not met.
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